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^  INTRODUCTION 


The  purpose  of  the  work  funded  by  this  grant  is  to  develop  a  new  type  of  dedicated  system  for  diagnostic  breast 
imaging  that  can  simultaneously  obtain  structural  information  from  a  digital  mammography  detector  and 
functional  information  from  a  high  resolution  gamma  imaging  detector. 

The  overall  goals  of  the  proposed  project  are: 

a)  To  upgrade  and  optimize  our  test  dual  system, 

b)  To  compare  its  performance  over  a  broad  range  of  phantom  imaging  tasks  to  that  of  the  combination 
of  film-screen  mammography  and  scintimammography,  and 

c)  To  perform  a  limited  clinical  study  in  which  the  results  of  the  dual  modality  study  are  compared  to 
the  results  of  biopsy. 

BODY 

As  taken  from  the  original  Statement  of  Work,  the  tasks  scheduled  to  begin  and/or  be  completed  during  the 
second  12  months  of  the  grant  period  are  as  follows; 

Task  4.  Quantification  of  the  effects  of  compression,  Months  7-18 

a)  Use  the  phantoms  developed  in  Task  3  to  measure  SNR,  target-to-background  ratio  while  varying  the 
thickness  of  interposed  phantom  material  and  total  phantom  thickness 

Task  5.  Comparison  of  dual  system  performance  with  diagnostic  mammography  and  scintimammography, 
Months  19-30 

a)  Repeat  the  measurements  of  Tasks  3d-e  using  a  high  resolution  clinical  Anger  camera  with  10”  field 
of  view  (Technicare),  and  clinical  screen-film  mammography  systems  (Lorad  M-IV,  Siemens 
Mammomat). 

b)  Quantify  lesion  contrast  in  gamma  and  x-ray  images  (using  a  film  densitometer),  for  both  dual  and 
clinical  systems. 

c)  Perform  reader  study  of  contrast-detail  images  from  dual  system  and  from  clinical  systems.  Readers 
will  be  physicists,  technologists,  and  radiologists  at  UVa.  Digital  x-ray  images  will  be  printed  to  laser 
film  for  the  study. 

In  addition,  the  review  of  our  Year  1  report  requested  that  we  address  the  following  tasks  that  were  listed  in  the 
first  12  month  period  of  the  grant: 

Task  L  e)  Modify  co-registration  software  to  accommodate  new  detector  parameters 

Task  3.  d)  Evaluate  dual  system  performance  using  permutations  of  stacked  phantoms,  scatter  free  conditions 

e)  Repeat  the  measurements  of  d),  but  incorporating  the  anthropomorphic  torso  phantom  to  create 
realistic  scatter  conditions. 

There  was  also  one  Technical  Issue  raised  in  last  year’s  review:  '‘Since  only  gamma  detectors  are  discussed,  it  is 
not  clear  how  dual  imaging  can  be  “simultaneous”.  Is  the  same  gantry  used  at  slightly  different  times  with  two 
different  imaging  systems?” 

The  answer  to  this  question  is  yes.  Two  different  types  of  detectors  are  used,  one  for  x-ray  imaging  and  one  for 
gamma  ray  imaging.  The  two  detectors  are  mounted  on  a  common  gantry.  During  x-ray  acquisition,  the  gamma 
detector  is  moved  out  of  the  x-ray  beam.  Following  x-ray  acquisition,  the  gamma  image(s)  are  obtained.  So  the 
images  are  acquired  sequentially.  The  word  ‘simultaneous’  refers  to  the  fact  that  the  breast  is  held  in  exactly  the 
same  configuration  for  all  images.  This  is  a  very  different  situation  from  the  ‘conventional’  one  in  which 
scintimammography  is  done  in  a  completely  separate  procedure  with  the  patient  prone  and  the  breast  not 
compressed. 

Accomplishments 

Task  le):  The  modification  of  software  to  co-register  the  x-ray  and  gamma  ray  images  is  complete. 

Modifications  were  required  to  a)  accommodate  the  parameters  of  the  upgraded  gamma  camera  (described  in  the 
Year  1  report),  and  b)  provide  more  flexibility  and  modularity  in  the  code  itself. 

Tasks  3d,  e),  and  Task  4):  Extensive  work  has  been  performed  on  the  development  and  evaluation  of  dual 
modality  phantoms,  the  effects  of  compression,  and  the  effects  of  scatter  radiation.  The  results  of  these  studies 
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are  summarized  in  a  paper  recently  accepted  for  publication  in  jeeE  Transactions  on  Nuclear  Science.  The 
manusaipt  is  attached.  Following  is  a  summary  of  the  most  important  results. 

•  Compression  of  the  breast  can  significantly  improve  visualization  of  small  lesions  primarily  because  it 
lessens  attenuation  of  gamma  rays  emitted  from  the  lesion.  It  also  improves  lesion  contrast  by  reducing  the 
lesion-to-collimator  distance,  thereby  improving  camera  spatial  resolution. 

•  Because  of  its  superior  energy  resolution,  Nal(Tl)  aystal  scintillators  have  proven  to  be  superior  to  CsI(Na) 
scintillators  in  the  rejection  of  scatter.  This  is  particularly  important  for  areas  of  the  breast  near  the  chest 
wall,  where  the  density  of  scattered  photons  is  highest. 

•  In  some  cases,  multiple  views  of  the  breast  may  provide  imaging  superior  to  that  obtainable  with  a  single 
view.  Key  variables  are  the  location  of  the  lesion  within  the  breast,  and  overall  breast  thickness. 

We  have  also  developed  a  mathematical  model  whose  purpose  is  to  calculate  changes  in  lesion  image  contrast  as 
a  function  of  the  location  within  the  breast  of  the  lesion,  breast  thickness,  and  gamma  camera  position. 
Preliminary  results  comparing  our  calculations  with  empirically  measured  image  contrast  were  recently 
presented  at  the  First  International  Symposium  for  Functional  Breast  Imaging  in  Rome,  Italy  (“Quantification  of 
lesion  radioisotope  concentration  in  scintimammography’*,  MJ  More,  MB  Williams,  D  Narayanan,  S  Majewski, 

D  Kieper,  and  B  Kross,  1st  Topical  Symposium  on  Functional  Beast  Imaging  with  Advanced  Detectors,  Rome, 
Italy,  April  18-21, 2001.). 

These  important  relationships  between  lesion  contrast,  the  ability  to  visualize  small  lesions,  and  the  relative 
positions  of  the  lesion,  breast,  and  camera,  have  suggested  to  us  that  further  optimization  of  data  acquisition 
strategy  is  needed  before  beginning  the  comparative  study  originally  proposed  as  Task  5.  Although  multiple  view 
imaging  was  not  originally  proposed  until  Year  3,  we  now  feel  that  it  is  most  efficient  to  optimize  acquisition 
strategy  (number  of  views,  viewing  angles,  etc.)  before  undertaking  a  study  comparing  breast  imaging  on  the 
integrated  dual  modality  system  to  that  obtained  using  separately  obtained  scintimammography  and  digital  x-ray 
mammography  images.  Instead,  we  have  invested  effort  in  re-engineering  a  second  mammography  gantry  so  that 
it  is  capable  of  precise,  multiple- view  image  acquisition.  In  that  regard,  we  have  taken  the  following  steps. 

We  built  a  breast  support  that  is  independent  of  the  mammographic  gantry  arm  (the  arm  can  rotate  while  the 
support  remains  stationary).  We  have  coupled  a  brushless  DC  servomotor  to  the  already  existing  mammography 
gantry  arm  by  means  of  a  servo  worm  reducer  with  a  gear  ratio  of  50:1,  The  servomotor  can  be  precisely 
controlled  by  a  drive/controller  using  a  Windows  NT  workstation  running  the  Motion  Planner  software  package 
that  accompanies  the  drive/controller  unit.  The  various  components  with  specifications  are  listed  below: 

1.  Brushless  servomotor  N0921FEKFLN  from  Compumotor  to  drive  the  gantry. 

2.  Drive  Controller  GV6-U6E  from  Compumotor.  This  controls  the  servomotor  and  provides  feedback  and 
accurate  positioning. 

3.  Servo- worm  reducer  Size  3  with  a  gear  ratio  of  50: 1 .  This  has  minimum  and  adjustable  backlash  and 
capability  of  withstanding  high  load  values. 

4.  Metric  spur  gear  from  Stock  Drive  Products  0.8  MOD  40  teeth.  This  couples  the  worm  reducer  with  the 
drive  gear. 

5.  Drive  gear  from  Bishop- Wisecarver  0.8  MOD  216  teeth.  This  is  directly  bolted  on  to  the  gantry  and 
finally  drives  the  gantry. 

6.  External  encoder  from  Dynapar  to  give  absolute  positioning. 

This  setup  permits  highly  reproducible,  computer  controlled  positioning  of  the  x-ray  tube  and  a  small  field  of 
view  (5  cm  x  5  cm)  digital  x-ray  detector.  We  are  now  in  the  process  of  designing  and  building  the  attachments 
for  a  7.5  cm  x  7.5  cm  gamma  camera. 

KEY  RESEARCH  ACCOMPLISHMENTS 

•  We  have  upgraded  the  dual  modality  software 

•  We  have  conducted  studies  leading  to  the  use  of  an  improved  gamma  camera  scintillator  material  permitting 
better  scatter  rejection 

•  We  have  evaluated  the  effects  of  breast  compression  on  lesion  contrast  in  breast  scintigraphy 
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•  We  have  developed  a  mathematical  model  that  relates  gamma  camera  resolution  and  lesion  size  and  depth  to 
image  contrast 

•  We  have  begun  modifications  of  a  second  mammography  gantry  to  permit  multiple  views  of  the  breast  with 
both  imaging  modalities 
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CONCLUSIONS 

Research  is  under  way  to  develop  a  new  type  of  dual  modality  system  for  breast  cancer  diagnosis.  Thus  far,  the 
principle  effort  has  been  towards  hardware  optimization  and  development  of  appropriate  test  tools  for  realistic 
simulated  breast  imaging.  Even  at  its  present  stage  of  development,  the  device  constitutes  an  integrated  system 
for  combining  functional  and  structural  information  regarding  normal  and  pathological  breast  structures.  In 
addition,  our  studies  have  pointed  to  the  importance  of  optimization  of  image  acquisition  strategy  based  on  the 
location  of  the  lesion  within  the  breast.  Ongoing  tasks,  including  multiple  view  acquisition,  will  further  enhance 
the  diagnostic  capabilities  of  the  system.  It  is  anticipated  that,  compared  to  current  non-integrated  imaging 
procedures,  breast  lesions  that  are  smaller  and  of  a  wider  variety  can  ultimately  be  reliably  characterized. 


APPENDICES 

“Optimization  of  dedicated  scintimammography  procedure  using  detector  prototypes  and  compressible 
phantoms”,  S.  Majewski,  D.  Kieper,  E.  Curran,  C.  Keppel,  B.  Kross,  A.  Palumbo,  V.  Popov,  A.G.  Weisenberger, 
B.  Welch,  R.  Wojcik,  M.  B.  Williams ,  A.  R.  Goode,  M.  More,  and  G.  Zhang.  IEEE  Trans.  Nucl.  Sci.,  2001. 
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Abstract 

Results  are  presented  on  the  optimization  of  the  design  and 
use  of  dedicated  compact  scintimammography  gamma 
cameras.  Prototype  imagers  with  a  field-of-view  (FOV)  of 
5cm  X  5cm,  10cm  x  10cm  and  15cm  x  20cm  were  used  in 
either  a  dual  modality  mode  as  an  adjunct  technique  to  digital 
x-ray  mammography  imagers  or  as  stand-alone  instruments 
such  as  dedicated  breast  SPECT  and  planar  imagers. 
Experimental  data  was  acquired  to  select  the  best  imaging 
modality  (SPECT  or  planar)  to  detect  small  lesions  using 
Tc^^""  radio-labeled  pharmaceuticals.  In  addition,  studies  were 
performed  to  optimize  the  imaging  geometry.  Results  suggest 
that  the  preferred  imaging  geometry  is  planar  imaging  with 
two  opposing  detector  heads  while  the  breast  is  under 
compression,  however  further  study  of  the  dedicated  breast 
SPECT  is  warranted. 

L  INTRODUCTION 

Scintimammography  studies  performed  with  standard 
nuclear  medicine  cameras  suffer  from  poor  sensitivity  for 
lesions  under  1cm  in  diameter  and  lesions  located  in  the 
medial  aspect  of  the  breast  [1,2,  3].  Several  independent 
groups  have  been  working  to  explore  various  technologies  to 
develop  compact  imagers  optimized  for  scintimammography. 
The  compact  design  of  these  detectors  greatly  improves  the 
imaging  geometry  and  allows  various  image  orientations.  The 
technologies  used  include  position  sensitive  photomultiplier 
tubes  (PSPMTs),  photodiodes,  and  cadmium-zinc-telluride 
(CZT)  detectors.  Compact  gamma  cameras  based  on  PSPMTs 
are  being  used  by  several  groups  [4,  5,  6].  Patient  studies 
employing  dedicated  planar  PSPMT  systems  demonstrate 
promising  advantages  over  the  standard  camera  technique  and 
these  results  have  sparked  commercial  interest  [7,  8]. 
Photodiode  systems  are  being  utilized  and  have  also  been 
implemented  by  commercial  partners  [9].  Finally,  CZT  based 
systems  hold  great  promise  and  continue  to  develop  with  the 
advances  in  that  technology  [10].  In  addition  to 

scintimammography  applications,  compact  detectors  have  been 
developed  for  positron  emission  mammography  [11,  12,  13, 
14].^ 


^  The  Southeastern  Universities  Research  Association  (SURA)  operates 
the  Thomas  Jefferson  National  Accelerator  Facility  for  the  United  States 
Department  of  Energy  under  contract  DE-AC05-84ER40150. 


Dedicated  breast  SPECT  imaging  has  been  proposed  and 
may  hold  promise  with  further  study  [15].  In  theory,  SPECT 
reconstruction  projections  would  improve  lesion  to 
background  contrast  ratios.  Limited  studies  have  been 
conducted  with  a  CZT  based  SPECT  system  [10].  Studies 
performed  with  conventional  cameras  to  compare  planar  and. 
SPECT  imaging  modalities  demonstrate  the  technical 
challenges  of  scintimammography  [16]. 

In  collaboration  with  several  partner  institutions,  we  have 
been  working  with  PSPMT  based  imagers  in  several 
modalities  in  an  effort  to  find  the  best  clinical  solution  for 
metabolic  radionuclide  imaging  of  the  breast.  Our 
involvement  with  both  single  gamma  and  positron  detection 
has  permitted  several  configurations  for  our  systems  in  both 
patient  and  phantom  studies  with  a  specialized  elastic  breast 
phantom.  The  patient  studies  included  scintimammographic 
planar  imaging  (6”x  8”  detector),  scinti/digital  mammography 
dual  modality  imaging  (4”x  4”  detector),  and  gamma  imaging 
for  stereotactic  guided  biopsy  (2”x  2”  detector)  [17,  18].  We 
have  recently  also  obtained  preliminary  data  for  a  dedicated 
breast  SPECT  system  based  on  a  PSPMT  design. 

11.  Detector  Design  and  Performance 

A.  Detector  System 

We  have  constructed  several  mini  gamma  camera 
prototypes  based  on  an  array  of  compact  Hamamatsu  [19] 
R7600-00-C8  position  sensitive  photomultiplier  tubes 
(PSPMTs).  Figure  1  shows  a  schematic  diagram  of  the  20cm 
X  15cm  mini  gamma  camera  detector  head. 


Scintillator  array  Light  guide 


Voltage  dividers  and  amplifiers 

Figure  1 :  Schematic  of  the  detector  head  made  of  an  array  of  8x6 
R7600-00-C8  PSPMTs.  (Collimator  and  tungsten  shield  are  not 
shown.) 


Each  of  the  R7600-00-C8  PSMTs  has  a  transversal  size  of 
26  X  26  mm^  and  a  minimum  effective  photocathode  area  of 
22  X  22  mm^.  The  8x6  PSPMT  array  was  optically  coupled 
to  a  high  quality  matching  size  pixellated  Nal(Tl)  array 
manufactured  by  Bicron  Corporation  [20].  The  array  is  a 
matrix  of  mm  x  mm  x  6  mm  crystals  encapsulated  in  a 
compact  housing  with  a  5  mm  thick  glass  window  which  acts 
as  the  first  part  of  the  two-component  optical  coupling 
window  (Figure  2). 


Figure  2:  Tapered  light  guides  are  used  to  bypass  the  dead  regions  between 
individual  PSMTs  in  the  PSMT  array. 

Each  Nal(Tl)  pixel  element  is  separated  by  0.3  mm  septa 
made  of  diffusing  white  epoxy  (see  Figure  3).  An  intrinsic 
energy  resolution  of  8.5%  FWHM  @122  keV  was  measured 
for  this  array  using  a  standard  PMT.  The  second  part  of  the 
optical  window  is  made  of  a  series  of  individual  tapers  to 
facilitate  a  uniform  response  across  the  surface  of  the  detector 
array  despite  the  dead  regions  between  individual  PSPMTs. 

An  in-house  built  multi-electrode  amplifier  circuit  was 
used  to  combine  the  individual  anode  signals  from  all  of  the 
PSPMTs.  The  example  in  Figure  3  shows  a  8"  x  6"  camera 
with  a  total  of  32  outputs  (18  for  x-direction  and  14  for  y- 
direction).  Two  data  acquisition  systems  were  used.  The  first 
was  based  on  an  Apple  Macintosh  G3  attached  to  a  mini- 
CAMAC  crate  with  two  16ch  FERA  LeCroy  ADCs.  The 
second  was  built  around  a  PC  computer  with  two  1 6  channel 
Datel  PCI  ADC  cards.  In  both  cases  the  software  program 
Kmax  from  Sparrow  Inc.  was  used  to  control  the  acquisition 
[21].  The  average  energy  resolution,  including  all  the 
uniformity  corrections  (PSPMT  response,  light  guide 
response,  dead  area  losses,  etc),  was  17.5%  FWHM  at  140 
keV. 


Figure  3:  Left:  an  8  x  6  PSPMT  diagram  demonstrating  combined  wire 
readout  approach  with  decoupled  edge  wires  resulting  in  the  18  x  14  channel 
readout.  Right:  A  photographic  zoom  of  the  corner  region  of  the  8"x  6" 
Nal(Tl)  crystal  array.  Note  the  minimized  dead  space  at  the  bottom  edges 
(chest  wall  side). 

B,  Data  Acquisition  and  Detector  Calibration 

The  data  acquisition  software  was  developed  with  the 
Sparrow  Corporation  Kmax  development  system.  The  control 
software  generates  an  image  by  processing  the  raw  anode  data 


event  by  event.  Determination  of  the  position  of  gamma-ray 
interaction  in  the  scintillator  element  is  determined  by 
computing  a  truncated  center  of  gravity  of  the  signal 
distribution  on  the  X  and  Y  anodes  of  the  PSPMT  array.  The 
calculation  of  the  center  of  gravity  is  achieved  by  using  only 
the  digitized  signals  of  those  anode  wires  in  the  calculation 
that  have  a  predefined  chosen  optimum  fraction  of  the  sum  of 
the  anode  signals  (typically  5  to  10%).  We  have  found  that 
the  use  of  this  truncated,  center-of-gravity  (COG)  technique  is 
essential  to  maximizing  use  of  the  PSPMT  array  [6].  The  X 
and  Y  value  results  of  the  X  and  Y  COG  calculations  are  used 
to  locate  which  crystal  of  the  array  scintillated.  At  this  time 
the  sum  of  all  the  X  and  Y  anode  signals  is  used  to  determine 
if  the  scintillation  event  was  in  the  chosen  energy  window. 
Each  crystal  has  defined  a  separate  energy  acceptance  window. 
The  final  processed  image  is  formed  by  incrementing  each 
pixel  corresponding  to  the  crystal  element. 

The  calibration  of  the  detector  system  consists  of  four 
normalization  routines  (pedestal  buffer,  crystal  mapping, 
energy  calibration  and  flood  correction).  The  pedestal  buffer 
routine  determines  the  baseline  voltage  value  for  each  of  the 
data  channels  and  corrects  the  sampled  base  line  value  to  zero. 
Once  this  correction  has  been  made,  each  scintillation  event 
recorded  by  the  data  channel  readout  is  plotted  in  a  two 
dimensional  histogram  (image  raw)  where  the  X,  Y  position 
of  each  event  is  determined  by  the  truncated  COG  calculation 
mentioned  above.  Light  emission  from  each  of  the  crystals  in 
the  pixellated  scintillator  illuminates  a  small  region  of  the 
PSPMT  array.  For  each  of  the  crystals  in  the  array,  there  is  an 
area  of  pixels  in  the  image  raw  representing  the  peak  region  of 
light  output,  COG,  shown  in  Figure  4. 


Figure  4:  Left:  A  four  PSPMT  region  of  the  raw  image  obtained  with  a 
N^^source.  Each  scintillator  pixel  is  well  separated.  Note  the  spatial 
distortion  due  to  the  combined  effects  of  the  dead  regions  between  the 
PSPMTs  and  the  non  uniformity  of  gain  characteristics  of  the  individual 
photomultipliers.  Right:  A  Corrected  image  of  the  same  region. 

By  using  a  high-energy  gamma  source,  Na^^  to  obtain  a 
high  event  signal  amplitude,  the  separation  of  the  COGs  can 
be  optimized.  A  high  statistics  flood  using  Na^^  is  obtained 
and  the  flood  image  is  then  processed  by  a  crystal  mapping 
routine.  In  the  crystal  mapping  routine,  a  region-of-interest 
(ROI)  is  placed  around  each  of  the  COGs  in  the  image  raw 
until  each  crystal  in  the  array  has  an  ROI.  The  resulting 
lookup  table  grid  is  stored  in  software  and  is  used  to  sort  the 
scintillation  events  into  the  appropriate  crystal  data  bin. 

The  energy  response  correction  is  the  next  step  in  detector 
calibration.  This  routine  allows  a  pixel-by-pixel  energy 
correction  to  correct  for  PSPMT  and  light  collection 
inefficiencies.  Energy  spectra  are  recorded  for  each  of  the  data 
bins  in  the  crystal  map.  The  photopeak  location  for  each 
crystal  is  recorded  and  multiplied  by  a  normalization  factor. 
The  resulting  normalization  f^actors  are  stored  as  an  energy 
lookup  table.  During  an  actual  image  acquisition,  all  of  the 
preceding  corrections  are  applied  and  the  corrected  data  is 


displayed  in  a  two  dimensional  histogram  termed  the  image 
full.  An  energy  window  is  added  as  a  sort  condition  in  the 
image  full  to  eliminate  noise  and  scatter  events  from  the 
image.  Finally,  a  high  statistics  uniformity  flood  is  obtained 
and  the  average  number  of  counts  from  all  of  the  data  bins  of 
the  image  full  is  divided  by  the  number  of  counts  in  each  bin 
to  calculate  a  uniformity  correction  value  for  every  bin  in  the 
image  to  flatten  the  image. 

C  Collimator  Sensitivity  and  Resolution 

Several  collimators  were  available  for  the  study  and  their 
mechanical  parameters  are  listed  in  Table  1.  The  collimators 
represent  a  range  of  collimator  types  from  high  efficiency  to 
high  resolution.  Four  of  the  collimators  were  of  a  corrugated 
lead  construction  and  one  was  an  etched  tungsten  design  with 
square  holes,  from  Thermo  Electron  -  Tecomet  [22].  The 
collimator  sensitivity  was  evaluated  using  a  10  cm  diameter 
petri  dish  filled  with  151  |iCi  of  Tc^^*"  distributed  in  3  mm 
deep  solution.  The  disk  was  placed  directly  on  the  collimator 
and  counts  were  obtained  for  2  minutes.  All  sensitivity 
measurements  are  corrected  for  radioactive  decay  and  are  based 
on  both  a  +/-  10%  energy  window  and  the  current  operating 
energy  window  for  the  system  of  -2.5%,  +30%.  Results  for 
the  collimators  using  the  +/-10%  energy  window  condition  are 
shown  in  Figure  5. 


Figure  5:  Comparative  sensitivity  measured  for  five  selected  collimators  for 
+/-10%  energy  window. 

It  should  be  noted  that  collimators  1,  3  and  tungsten 
collimator  were  positioned  about  0.5  cm  above  the  surface  of 
the  scintillator  array.  The  two  energy  window  measurements 
demonstrated  differences  in  counting  efficiency  because  of  the 
system  energy  resolution.  Measured  values  for  each  of  the 
imaging  energy  windows  is  included  in  Table  2. 


Table  1:  Collimator  parameters. 


Hole  Diameter  (mm) 

Height  (mm) 

Septa  (mm) 

Collimator  1 

1.397 

27.000 

0.203 

Collimator  2 

1.575 

21.006 

0.267 

1.778 

15195 

0.305 

High  Res. 

lllllggyg 

0.241 

Tungsten 

1.25  Square 

17.8 

17.8 

Table  2:  Measured  collimator  sensitivity  for  two  imaging  energy  windows. 


-/+10  %WINDOW 

-2.5, +30%  WINDOW 

Collimator  1 

131cpm/|j.Ci 

99cpm/pCi 

Collimator  2 

242cpm/|iCi 

178cpm/pCi 

328cpm/|iCi 

244cpm/|iCi 

High  Res. 

93cpm/|LLCi 

72  cpm/pCi 

Tungsten 

299cpm/pCi 

220cpm/pCi 

The  expected  values  are  derived  from  a  method  suggested 
by  collimator  manufacturers  (with  an  expected  transmission 
correction  factor  of  0.71).  This  normalization  has  been 
developed  empirically  and  provides  good  agreement  with 
measured  values  in  standard  Anger  cameras.  The  measured 
sensitivity  for  the  collimators  averaged  54.5%  of  the  expected 
value.  The  loss  of  sensitivity  is  because  of  a  number  of 
known  complications  of  pixellated  arrays.  First,  the  septal 
walls  separating  adjacent  pixels  result  in  a  loss  of  18%  of  the 
active  surface  area.  The  second  factor  effecting  the  sensitivity 
relates  to  energy  resolution,  as  seen  in  Table  2.  Standard 
cameras  average  about  10%  energy  resolution  while  our 
system  has  an  energy  resolution  of  17%.  This  wider  energy 
resolution  of  the  pixellated  system  results  in  fewer  counts  in 
the  standard  +/“10%  energy  window.  This  effect  alone  reduces 
the  measured  counts  by  23%.  Lastly,  the  crystal  depth  of  6 
mm  has  an  80%  stopping  power  for  the  140  KeV  gamma-ray 
photon.  This  results  in  an  additional  15%  loss  of  efficiency 
when  compared  to  the  commercial  detector’s  95%  stopping 
power. 

The  combined  effect  of  these  three  factors  accounts  for  a 
40%  loss  of  efficiency  for  the  detector  system.  These 
calculations  still  do  not  entirely  account  for  the  difference 
between  the  measured  and  expected  values.  The  remaining 
gap  is  possibly  because  of  the  inefficiency  of  scintillation 
events  occurring  near  the  edge  of  the  pixel.  The  probability  of 
the  escape  electron  re-depositing  all  of  its  kinetic  energy  in  the 
crystal  structure  decreases  at  the  edge  of  the  crystal  [23]. 
Since  the  pixellated  crystal  array  is  made  of  many  small 
individual  crystal  elements  the  probability  of  a  scintillation 
event  occurring  at  the  edge  of  a  crystal  is  obviously  much 
higher  than  for  a  solid  crystal.  A  near-future  simulation  study 
is  planned  to  finalize  the  sensitivity  analysis. 

Next  system  spatial  resolution  was  measured  for  the  same 
five  collimators.  Each  collimator  measurement  was  performed 
with  two  capillary  tubes  mounted  on  a  translation  table. 
Resolution  was  measured  for  distances  ranging  from  1  to  1 5 
cm  from  the  collimator  face.  Results  are  shown  in  Figure  6. 


Figure  6:  System  resolution  with  various  collimators.  Each  of  lines 
represents  a  linear  fit  through  the  data  points.  Vertical  scale  is  in  scintillation 
pixels  (1  pixel  =  3.3  mm). 


The  resolution  and  efficiency  measurements  conducted 
indicate  the  standard  inverse  relationship  between  the  two 
parameters  for  the  four  lead  collimators.  The  tungsten 
collimator,  however,  proved  to  have  a  slight  advantage  over 
its  lead  counterparts,  experiencing  better  resolution  for 
equivalent  sensitivity.  Resolution  for  this  collimator  closely 
matched  that  measured  with  collimator  number  2  from  the 
lead  series,  while  it  possessed  a  24%  higher  sensitivity.  The 
practical  use  of  the  tungsten  collimator  may  be  limited  since 
its  cost  is  several  times  that  of  a  lead  collimator. 

To  provide  optimal  sensitivity  with  a  good  spatial 
resolution  of  5  mm  FWHM  at  5  cm,  lead  collimator  #3  was 
chosen  for  most  of  the  non-SPECT  studies.  The  compressed 
geometry  used  in  these  studies  reduces  the  maximum  tumor- 
to-detector  distance  to  5  cm.  The  system  spatial  resolution  at 
this  distance  suffers  less  from  intrinsic  collimator  resolution 
so  sensitivity  is  the  proper  parameter  for  optimization. 
Collimator  #2  was  selected  for  the  SPECT  scans  as  these 
studies  require  good  resolution  at  a  distance  up  to  12  cm  from 
the  detector. 


III.  Phantom  Studies 

A.  Compressible  Phantom  Preparation 

An  important  technical  aspect  of  the  study  was  our  ability 
to  perform  comparative  imaging  of  the  same  elastic  breast 
phantoms  with  compressions  ranging  from  1 0  cm  to  5  cm,  in 
both  planar  and  SPECT  imaging  geometry.  The  flexible 
breast  phantoms  consisted  of  four  main  parts:  a  plastic  chest 
wall  back  plate,  a  latex  outer  skin,  a  gelatin  core  and  plastic 
lesions  [24].  To  prepare  the  phantom,  the  latex  skin  is  first 
washed  and  treated  with  optical  grease  to  make  the  skin 
transparent  for  visual  inspection.  The  shape  is  then  formed 
utilizing  a  hard  plastic  breast  mold  attached  to  a  vacuum 
pump.  A  seal  is  formed  around  the  open  chest  wall  side  of 
the  mold,  and  the  vacuum  pump  pulls  the  latex  down  into  the 
form.  Next,  gelatin  and  water  are  combined  in  a  mixing 
container  and  the  mixture  is  heated  to  the  gelatin  melting 
point.  This  heated  mixture  is  placed  on  a  magnetic  stir  plate 
andTc^^""  is  added  during  stirring.  The  resulting  solution  is 
poured  into  the  formed  skin. 

The  entire  molding  system  is  then  placed  into  an  ice  bath. 
The  ice  bath  decreases  cooling  time  and  causes  the  mixture  to 
gel  from  the  breast  wall  inward.  This  wall-to-center  cooling 
process  is  paramount  for  good  lesion  placement.  While  the 
mixture  cools,  three  hollow  plastic  lesions  (volumes  1.0  ml, 
0.6  ml  and  0.35  ml)  are  prepared  with  a  specific  activity 
typically  six  times  greater  than  the  gelatin  breast.  Once  the 
breast  solution  has  solidified  to  50%,  the  lesions  are  inserted 
using  a  pair  of  hemostats.  The  50%  gel  level  allows  insertion 
through  the  warm  liquid  layer  into  the  gel  layer  without 
causing  any  tears  in  the  gel  structure.  After  the  entire  breast 
volume  has  solidified,  the  plastic  back  plate  is  attached  to  the 
chest  wall  side  of  the  breast  and  the  assembly  is  removed  from 
the  mold.  The  back  plate  is  an  oval  piece  of  5  mm  thick 
plastic  with  a  center  mounted  pivot  rod  to  facilitate  mounting 
to  the  SPECT  drive  train.  The  resulting  phantom  can  be 
imaged  in  a  compressed  or  uncompressed  geometry  and 


regains  the  original  shape  and  lesion  location  once  released 
from  compression. 

B.  Torso  Phantom 

Human  bio-distribution  of  the  imaging  agents  must  be 
considered  for  practical  breast  imaging.  Internal  organs  such  as 
the  heart  and  liver  have  specific  activities  significantly  above 
the  breast  tissue.  To  evaluate  the  effect  of  scattered  photon 
background  we  utilized  an  anthropomorphic  torso  phantom 
[25]  in  conjunction  with  the  breast  phantoms  described  above. 
Typical  organ  activities  were  determined  using  bio¬ 
distribution  data  obtained  via  pharmaceutical  uptake  studies 
[26,  27].  The  anthropomorphic  phantom  consists  of  several 
chambers  arranged  to  simulate  internal  organ  geometry.  Each 
of  the  chambers  was  filled  with  a  Tc^^"’  solution  to  provide 
proper  absolute  values  and  concentration  ratios  for  each  of  the 
organs,  as  listed  in  Table  3.  To  provide  for  additional 
imaging  time,  the  specific  activity  of  all  organs  was 
sometimes  uniformly  increased.  All  organ-to-breast  ratios 
however  were  maintained. 


Table  3:  Typical  specific  activities  and  filling  ratios  for  various  organs,  as 
used  in  the  phantom  studies  with  the  torso  phantom. _ 


Organ 

Concentration  (pCi/ml) 

Ratio  Organ:Breast 

Heart 

1 

3.0 

Liver 

3.9 

11.8 

Lung 

0.51 

1.5 

Torso 

0.33 

1 

Breast 

0.33 

1 

Lesion 

2 

6.1 

During  the  preliminary  evaluations,  it  was  confirmed  that 
scattering  in  breast  of  gamma  rays  emitted  by  internal  organs 
effected  image  contrast,  especially  in  the  breast  region  closest 
to  the  chest  wall,  and  required  scatter  reduction  or  elimination 
to  maximize  image  quality.  However,  the  effect  was  small 
when  using  the  above  anthropomorphic  torso  phantom  (see 
Figure  7a).  Therefore,  to  amplify  the  scatter  effect,  additional 
scatter  rejection  studies  were  conducted  using  the  multi-lesion 
box  breast  phantom  with  a  fillable  5x5x1  inch  flood  phantom 
placed  along  the  "chest  wall"  side  of  the  detector,  in  lieu  of 
the  torso  phantom.  The  activity  of  the  flood  phantom  was 
increased  from  1  to  5  mCi  over  a  series  of  measurements  to 
evaluate  image  quality  under  high  intensity  scatter  conditions. 
The  torso  and  flood  phantom  studies  were  conducted  using 
two  identical  4"x4"  detector  heads:  one  with  the  Bicron 
Nal(Tl)  array  and  one  with  the  CsI(Tl)  array  of  3x3x3mm 
pixels  from  Hilger  Crystals  [28].  One  of  the  obtained 
comparative  results  is  shown  in  Figure  7b.  The  obvious 
difference  in  scatter  rejection  capability  close  to  the  chest  wall 
between  the  two  scintillator  choices  is  primarily  due  to  poorer 
energy  resolution  of  the  CsI(Tl)  arrays  (>30%).  All  further 
testing  was  limited  to  the  Nal(Tl)  arrays  in  which  case  the 
impact  of  scatter  even  under  these  extreme  conditions  was 
minimal. 


•  I*  . 


Figure  7a:  Left:  Top  view  of  the  multi-lesion  breast  box  phantom.  Right; 
View  of  the  phantom  attached  to  the  torso  during  imaging  session.  Small 
gamma  camera  is  placed  below  the  phantom. 


Figure  7b:  Left:  5  minute  CsI(Tl)  detector  unfiltered  image  of  the  multi¬ 
lesion  breast  box  phantom  with  the  high  intensity  flood  phantom  ("hot  torso") 
against  bottom  edge.  Right:  Nal(Tl)  detector  image  under  identical 
conditions. 

C.  Phantom  Study  Results 

Two  imaging  modalities  were  compared  using  flexible, 
compressible  breast  phantoms  made  from  gelatin  with  inserted 
small  finable  lesions.  Typically,  three  lesion  sizes  (volumes) 
were  chosen:  of  0.35  ml,  0.6  ml  and  1  ml.  Several  uptake 
ratios  between  the  lesion  and  the  surrounding  “healthy”  breast 
tissue  from  3:1  to  6:1  were  used.  In  the  first  modality,  breast 
phantom  was  under  compression  down  to  ~5  cm  for  a  10- 
minute  acquisition.  In  addition,  the  dedicated  breast  SPECT 
imaging  modality  was  evaluated  with  the  uncompressed  breast 
phantom  ('^10  cm  cross  section). 

Planar  Imaging 

Figure  8  demonstrates  the  basic  experimental  setup  for  the 
compression  planar  tests  and  presents  the  theoretically  optimal 
dual  detector  system.  The  test  system  was  equipped  with  the 
highest  sensitivity  collimator  #3  (see  Table  2  and  figures  4 
and  5)  to  maximize  image  statistics.  The  consequential 
system  resolution  loss  was  acceptable  since  the  imaging 
geometry  under  compression  requires  an  effective  field  depth 
of  only  a  few  centimeters.  Examples  of  the  results  of  planar 
imaging  for  the  compressed  and  non-compressed  breast 
phantom  are  shown  in  Figures  9-11  and  in  Table  4.  Figure  9 
shows  the  energy  spectrum  and  the  uniformity-corrected  but 
unfiltered  image  for  the  compressed  breast  phantom  from 
figure  8.  To  simulate  dual  head  system,  the  breast  phantom 
was  imaged  from  both  sides  using  the  same  detector  head.  The 
results  of  table  4  show  that  proximity  to  lesion  is  almost  as 
important  as  compression  in  detecting  small  lesions.  A 
combination  of  attenuation,  scatter,  and  resolution,  each 
resulting  in  fractional  losses,  combine  to  produce  significant 
signal  reduction  as  a  function  of  tumor-to-detector  distance. 

To  experimentally  evaluate  this  effect,  a  simple  box 
phantom  was  filled  with  water  to  a  height 


Figure  8:  The  left  schematic  drawing  shows  the  imaging  geometry  with 
breast  phantom  under  compression.  Several  lesions  of  different  sizes  and  the 
uptake  ratios  (typically  6:1)  were  used.  Middle  photograph  shows  the  actual 
gelatin  phantom  under  compression.  The  second  schematic  drawing  at  right 
illustrates  the  preferred  imaging  geometry  with  breast  under  compression 
and  two  detector  heads. 


of  lOcm  and  a  9mm  diameter  lesion  filled  with  25p.Ci  of 
Tc^^*"  solution  was  mounted  to  an  adjustable  height  platform 
immersed  in  water.  An  ROI  placed  directly  around  the  lesion 
region  in  the  reconstructed  image  provided  a  regional  count 
sort  condition  to  measure  count  rate  depedence  on  distance 
(water  layer  thickness).  Lesion  signal  was  evaluated  at 
distances  of  0,  2.5,  5  and  7.5cm  and  an  energy  spectrum 
within  the  ROI  encompassing  lesion  at  each  distance  was  also 
recorded. 


Figure  9:  Left:  An  example  of  the  energy  spectrum  measured  for  Tc"^^'"  with 
a  compressed  breast  phantom  from  figure  8.  Right:  Uniformity  and  flood 
corrected  non-filtered  image  of  the  same  phantom  using  a  -2.5%-to-+30% 
energy  window  around  the  center  of  photopeak. 


The  number  of  counts  within  an  energy  window  of  -2.5  to 
+30%  of  the  photopeak  was  obtained  from  these  ROI 
generated  energy  spectra  (see  Figure  12).  Approximately 
exponential  change  in  lesion  signal  intensity  with  distance, 
reaching  almost  factor  2  at  a  distance  of  5  cm,  agrees  with 
expectations  and  the  analysis  devoted  to  breast  imaging  in 
Weinberg  et  al.  [29].  Attenuation  coefficient  of  0.130/cm 
obtained  in  the  exponential  fit  to  the  data  points  in  figure  12 
agrees  well  with  the  quoted  there  value  of  attenuation 
coefficient  of  0.125/cm  for  tissue.  This  result  confirms  the 
importance  of  minimizing  distance  to  the  lesion  and  not  only 
thickness  of  the  overlaying  tissue. 

R.  Pani  et  al.  recently  suggested  [30]  that  a  local 
minispot  compression  can  be  used  to  achieve  higher 
compression  factor  and,  therefore,  to  increase  contrast  obtained 
with  small  lesions  (or  lesions  with  lower  uptake  ratios).  To 
study  this  idea,  a  gelatin  phantom  was  prepared  with  three 
lesions:  0.35  ml  with  6:1  uptake  ratio,  0.6ml  with  6:1  uptake 
ratio  and  a  0.35  ml  with  3:1  uptake  ratio.  First  a  usual  planar 
image  was  obtained  with  uniform  5cm  compression.  Then 
using  a  45mm  diameter  mini  compression  paddle  a  2.5cm 
compression  was  locally  applied  only  in  the  region  of  a  0.35 


ml  lesion  with  3:1  uptake  ratio.  Figure  13  demonstrates 
improved  contrast  of  that  lesion  in  the  latter  case.  While  this 
result  confirms  that  better  visualization  of  small  lesions  is 
possible,  this  method  can  be  only  used  if  an  a  priori 
knowledge  of  the  lesion  location  is  available. 


I  5®  Contrast  values  for  the  smallest  0.35  ml  lesion  from  figure 

"  (Nl-Nb)/s9/-(Nl.  contrast^  100%*(N. 
-Nb)/Nb).  The  highest  contrast  and  S/N  values  were  obtained  for  the 


Imaging  Case 

S/N 

CONTRAST(%) 

Compressed  -Bottom  View 

7.79 

15 

Non-compressed-Bottom  View 

6.85 

10 

Compressed-Top  View 

17.13 

36 

Non-compressed  Top  view 

15.04 

26 

uciccuoii  sensiiivity,  expressed  in  counts  oer  10 
^  function  of  lesion  distance  from  detect  (in 
cmy  Hot  9mm  diameter  lesion  in  a  cold  breast  phantom  filled  with  water  was 


“"dcr  5cir 

compression  (top)  and  under  no  compression  (bottom).  The  0.35ml  lesion  is 
for  seen  at  the  top  left  of  the  top  left  compression  image  and  at  the  top  right 
(vertical  mirror  reflection)  of  the  right  top  image.  The  top  comprLsfon 
images  demonstrate  the  effect  of  distance  on  the  detection  of  the  smallest 
0.35  mm  lesion.  The  bottom  images  show  the  same  situation,  but  under  no 


V'  'hrough  the  small  0.35  ml  lesion  in  the  phantom 

mages  from  figure  10  taken  m  the  same  order  (top:  compressed-close  to 
lesion  side,  compressed-far  to  lesion  side,  bottom:  non-compressed-close 
non-compressed-far).  ' 
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0  35ml  Ll'in  .u  compression  on  contrast  of  a 

fo35ml  lesion  with  a  3:1  uptake  ratio.  Left:  5  cm  uniform  compression  (top) 

and  a  vertical  profile  through  this  lesion  (bottom).  Right:  2.5cm  local 
compression  applied  in  the  lesion  region  with  the  obtained  image  at  top  and 

substantiaf  increase  in 

contrast  under  mini-spot  compression. 


SPECT  Studies 


In  order  to  test  the  SPECT  concept  we  used  a  computer 
controlled  stepper  motor  mounted  from  a  gantry  to  allow  the 
breast  phantom  to  be  pendent  and  rotated  about  an  axis  (see 
figure  14).  The  acquisition  software  was  modified  to 
automate  the  step  and  shoot  process.  Several  acquisition 
parameters  were  adjusted  and  optimized  during  the  original 

studies.  A  180°  acquisition  was  evaluated  for  effectiveness 

and  It  was  found  to  lack  the  ability  to  reconstruct  focal 
hotspots  for  all  of  the  lesions  within  the  phantom.  This  is 
most  likely  due  to  the  lesion  proximity  limitation  discussed 
in  the  planar  section  above. 


,  ®  ^^aiiipic  ur  me  reconstruction 

obtained  utilizing  the  8"x6"  field-of-view  camera  system  with 
a  general-purpose  collimator  (#2  from  Table  2).  The  gelatin 
breast  phantom  with  three  hollow  plastic  lesions  (1.0  ml  0  6 
ml  and  0.35ml)  was  prepared  with  a  6:1  lesion-to-background 
ratio.  Imaging  time  was  statistically  equivalent  to  a  0.7 
minute  per  step  acquisition  time  for  a  patient  breast 
background  activity  of  0.3iiCi/ml.  This  imaging  time  was 
selected  to  determine  the  clinical  practicality  of  a  three-head 
dedicated  SPECT  instrument.  The  total  imaging  time  for  the 
proposed  three-head  study  would  be  under  25  minutes  (107 
steps  over  360°).  Prior  to  SPECT  reconstruction,  raw  image 
data  was  processed  by  a  dilation/bilinear  interpolation 


algorithm  followed  by  a  3x3  median  smooth.  Image 
reconstruction  provides  coronal  slices  at  3.3  mm  intervals 
progressing  from  posterior  (left,  top  comer)  to  anterior 
(bottom,  right  comer).  Although  there  is  a  significant  level  of 
image  noise,  it  is  differentiated  from  true  lesion  signal  by 
comparison  of  two  consecutive  slices.  Slices  9-14  show  the 
positive  signal  from  each  of  the  three  lesions.  The  contrast 
ratio  of  the  three  lesions  (1.0  ml,  0.6  ml  and  0.35ml)  was 
measured  to  be  1.0,  0.78,  0.51,  respectively  (figures  15  and 
16).  This  can  be  compared  to  the  compressed  planar  contrast 
ratios  of  0.43,  0.30  and  0.25  for  the  same  phantom  and 
lesions,  respectively.  This  and  other  preliminary  results 
indicated  that  better  contrast  can  be  obtained  with  the 
dedicated  SPECT  imaging  geometry.  However,  in  the  tested 
pilot  cases  the  lesions  were  placed  in  the  region  of  the  breast 
phantom  closer  to  the  "nipple"  and  therefore  with  less 
interfering  tissue  when  imaging  the  suspended  breast 
phantom.  Further  studies  conducted  with  lesions  in  the  center 
of  the  posterior  aspect  of  the  breast  lacked  the  expected  focal 
uptake  in  the  reconstruction.  The  large  cross  section  of  breast 
tissue  in  this  case  eliminates  the  lesion  signal  from  view  and 
thus  such  lesions  cannot  be  visualized  using  this  modality. 
However,  when  analyzing  the  latter  results  we  discovered  that 
during  the  second  phase  of  the  SPECT  studies  the  imaging 
geometry  was  not  precisely  controlled.  Therefore,  we  will 
continue  the  above  comparative  studies  to  confirm  our 
observations. 


Figure  14:  SPECT  geometry.  The  left  schematic  shows  the  concept  of  an 
optimized  3 -head  system.  In  the  tests  the  breast  phantom  was  rotated  in  front 
of  a  single  detector  (a  4"x4"  camera  is  shown  in  this  example). 


Figure  15:  Example  of  the  SPECT  reconstruction  results  obtained  with  a 
8”x6"  imager  prototype.  Sixteen  3.3mm  slices  are  shown.  Left  top  slice  #1  is 
the  closest  to  the  base  of  the  breast  phantom,  the  bottom  right  slice  #16  is  the 
closest  to  the  "nipple"  region.  Slice  #12  shows  all  three  lesions. 


Figure  16a:  Left:  Reconstructed  SPECT  image  (slice  #1 3-bottom  left  in 
figure  15)  through  a  0.35ml  lesion.  Right:  Compressed  planar  image  of  the 
same  0.35  ml  breast  lesion  is  on  the  left.  Images  obtained  with  the  8"x6" 
camera. 


Figure  16b:  Contrast  differences  as  demonstrated  by  line  profiles  through  the 
lesion  foci  for  the  above  SPECT  and  planar  images,  respectively. 

IV.  Conclusions  and  future  plans 

The  results  of  the  first  phase  of  the  dedicated  breast  imager 
optimization  study  confirm  that  the  planar  compressed 
geometry  seems  to  offer  the  highest  sensitivity  for  detection  of 
all  small  lesions  in  breast,  especially  in  its  optimized  form 
with  two  opposing  detector  heads.  The  dual  head  system 
would  be  paramount  in  clinical  situations  where  lesion 
location  is  not  known  a  priori.  In  the  near  future  we  will 
further  evaluate  this  method  of  double-sided  imaging  with 
added  co-registration  of  the  two  images  to  improve  detection 
of  asymmetrically  placed  small  lesions  but  also  to  increase 
statistical  validity  of  suspected  focal  hot  spots  by  their 
presence  in  both  images.  We  believe  the  added  cost  of  the 
second  detector  head  is  well  justified  by  the  resulting  increase 
in  detection  sensitivity.  Also,  in  the  second  phase  of  this 
continuing  study,  a  dedicated  breast  SPECT  system  with  two 
detector  heads  will  be  built  to  further  evaluate  the  SPECT 
imaging  modality  in  comparison  to  the  planar  geometry. 
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